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Antigen Tests
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Control SampleSample with immobilized antibody 

Results: Microscopy
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Average real capacitance for each electrodeSamples over all frequencies

Results: Antigen Tests
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• Threshold concentrations of 37 U/ml and 150 U/ml are clear 

• Average real capacitance per electrode has clear groupings 

• Future work 

Discussion
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